


Report Documentation Page Form Approved
OMB No. 0704-0188

Public reporting burden for the collection of information is estimated to average 1 hour per response, including the time for reviewing instructions, searching existing data sources, gathering and
maintaining the data needed, and completing and reviewing the collection of information. Send comments regarding this burden estimate or any other aspect of this collection of information,
including suggestions for reducing this burden, to Washington Headquarters Services, Directorate for Information Operations and Reports, 1215 Jefferson Davis Highway, Suite 1204, Arlington
VA 22202-4302. Respondents should be aware that notwithstanding any other provision of law, no person shall be subject to a penalty for failing to comply with a collection of information if it
does not display a currently valid OMB control number. 

1. REPORT DATE 
01 OCT 2014 

2. REPORT TYPE 
N/A 

3. DATES COVERED 
  -   

4. TITLE AND SUBTITLE 
Laser-induced retinal damage threshold for repetitive-pulse exposure to
100-Î¼s pulses 

5a. CONTRACT NUMBER 

5b. GRANT NUMBER 

5c. PROGRAM ELEMENT NUMBER 

6. AUTHOR(S) 
Lund B. J., Lund D. J., Edsall P. R., Gaines V. D., 

5d. PROJECT NUMBER 

5e. TASK NUMBER 

5f. WORK UNIT NUMBER 

7. PERFORMING ORGANIZATION NAME(S) AND ADDRESS(ES) 
United States Army Institute of Surgical Research, JBSA Fort Sam
Houston, TX 

8. PERFORMING ORGANIZATION
REPORT NUMBER 

9. SPONSORING/MONITORING AGENCY NAME(S) AND ADDRESS(ES) 10. SPONSOR/MONITOR’S ACRONYM(S) 

11. SPONSOR/MONITOR’S REPORT 
NUMBER(S) 

12. DISTRIBUTION/AVAILABILITY STATEMENT 
Approved for public release, distribution unlimited 

13. SUPPLEMENTARY NOTES 

14. ABSTRACT 

15. SUBJECT TERMS 

16. SECURITY CLASSIFICATION OF: 17. LIMITATION OF 
ABSTRACT 

UU 

18. NUMBER
OF PAGES 

8 

19a. NAME OF
RESPONSIBLE PERSON 

a. REPORT 
unclassified 

b. ABSTRACT 
unclassified 

c. THIS PAGE 
unclassified 

Standard Form 298 (Rev. 8-98) 
Prescribed by ANSI Std Z39-18 



Laser-induced retinal damage threshold for
repetitive-pulse exposure to 100-μs pulses

Brian J. Lund,* David J. Lund, Peter R. Edsall, and Victor D. Gaines
U.S. Army Institute of Surgical Research, Ocular Trauma Research, 3968 Chambers Pass, JBSA Fort Sam Houston,
Texas 78234-7677, United States

Abstract. The laser-induced retinal injury thresholds for repetitive-pulse exposures to 100-μs-duration pulses at
a wavelength of 532 nm have been determined for exposures of up to 1000 pulses in an in vivomodel. The ED50
was measured for pulse repetition frequencies of 50 and 1000 Hz. Exposures to collimated beams producing
a minimal retinal beam spot and to divergent beams producing a 100-μm-diameter retinal beam spot were
considered. The ED50 for a 100-μs exposure was measured to be 12.8 μJ total intraocular energy for a minimal
retinal beam spot exposure and 18.1 μJ total intraocular energy for a 100-μm-diameter retinal beam spot.
The threshold for exposures to N > 1 pulse was found to be the same for both pulse repetition frequencies.
The variation of the ED50 with the number of pulses is described well by the probability summation model,
in which each pulse is considered an independent event. This is consistent with a threshold-level damage
mechanism of microcavitation for single-pulse 100-μs-duration exposures. The data support the maximum
permissible exposure levels for repetitive-pulse exposure promulgated in the most recent laser safety guidelines.
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1 Introduction
Laser irradiation in the visible and near infrared (NIR) wave
length regions will result in retinal injury when the radiant
exposure exceeds a threshold level that varies with exposure
duration.1 The primary retinal damage mechanism for exposure
to a single pulse in the range of 10 ns to 10 μs duration is micro
cavitation, or the formation of small bubbles around the mela
nosomes in the retinal pigmented epithelium (RPE) cells.2–10

The primary mechanism for exposures longer than a few micro
seconds is understood to be the thermal denaturation of retinal
tissue heated by absorption of the laser radiation within the RPE.
In the current laser safety guidelines, the transition between
the two injury mechanisms is treated as if it was abrupt and
occurred at 5 μs for visible wavelength lasers and 13 μs for
NIR lasers.11,12 Experimental data show the transition to be
more gradual, with injury resulting from microcavitation for a
1 μs duration pulse and an increasing contribution from thermal
denaturation for longer exposures. Lee et al. determined the
thresholds for both laser induced microcavitation and RPE cell
death, and provided evidence that microcavitation was the domi
nate mechanism for exposure durations up to at least 10 μs.13

In similar experiments, Schüle et al. provided evidence that
microcavitation continued to contribute for 50 μs exposures.6

It should be noted that both Lee and Schüle performed their
studies ex vivo using bovine or porcine retinal explants.

The nature of the single pulse damage mechanism becomes
important when considering the additivity of effect for expo
sures to a train of repetitive pulses. If the time between pulses
(inverse of repetition frequency) is longer than the characteristic

time of the underlying damage mechanism,14 then each pulse in
the exposure can be treated as an isolated event independent of
the other pulses in the exposure. Experimental evidence8 sug
gests that when the injury mechanism is microcavitation, the
pulses act independently. The dependence of the injury thresh
old upon the number of pulses is then well described by the
probability summation (PS) model of Menendez et al.15–17

For this injury mechanism, the cumulative threshold is depen
dent only on the number of pulses in the exposure and is inde
pendent of the pulse repetition frequency (PRF). When the
injury mechanism is thermal denaturation, the pulses do interact,
with the peak temperature for each pulse being affected by the
residual temperature contributed by all preceding pulses.18

Because the residual temperature is affected by thermal diffu
sion during the interpulse interval, the cumulative threshold
is dependent both upon the number of pulses in the exposure
and upon the PRF.

Repetitive pulse studies offer a method for experimentally
investigating the threshold level damage mechanism for retinal
laser exposure. Single pulse data suggest that the 100 μs pulse
duration is in the transition between microcavitation and thermal
damage mechanisms. This paper reports a study to obtain exper
imental data in vivo for repetitive pulse exposures to 100 μs
duration pulses at PRFs of 50 and 1000 Hz.

2 Methods

2.1 Subjects

The ED50 for multiple pulse exposure to 100 μs duration pulses
at λ ¼ 532 nm was measured in the macular region of the retina
of Rhesus macaques (Macaca mulata). This study was conducted
in compliance with the Animal Welfare Act, the implementing*Address all correspondence to: Brian J. Lund, E mail: brian.j.lund.civ@mail.mil
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removed for collimated beam exposures. The beam diameter at
the cornea was 3 mm for both exposure conditions.

Neutral density filters were used to attenuate the beam, deter
mining the pulse energy for each exposure. Moveable mirrors
(M) were inserted into the beam path (MB) to bypass the optical
chopping system for placing marker lesions into the eye. Lens
LNS was removed to provide a collimated beam of 40 mW and
100 ms pulse duration to induce marker lesions.

2.3 Procedure

The laser induced retinal injury threshold was measured for
exposures to a collimated laser beam, leading to a minimal
retinal spot size exposure, and for a beam having a 7.4 mrad
divergence. Assuming an effective focal length for the macaque
eye of fe ¼ 13.5 mm, the diverging beam produced a top hat
retinal beam spot having a 1∕e irradiance diameter of 100 μm.
The laser induced retinal injury threshold was measured for
PRFs of 50 and 1000 Hz. At the slower PRF (50 Hz), the
injury threshold was measured for pulse trains of up to
N ¼ 500 pulses (a 10 s exposure). The threshold was measured
for pulse trains of up to 1000 pulses (a 1 s exposure) for the
higher PRF (1000 Hz). Data from at least three eyes were
used to determine the ED50 from each exposure condition,
defined by the PRF, beam divergence, and number of pulses.

A series of marker lesions were placed around the macula to
define a test exposure grid within the macula and to aid in locat
ing the exposure sites during subsequent examination of the
retina. The Nd∶YVO4 laser was used to produce the markers,
using the beam path bypassing the beam chopper (Fig. 1).

Twenty five sites were exposed within the macular of each
eye. The pulse energy was varied from site to site, although all
pulses were identical within a given exposure. Exposure sites
were nominally evaluated 24 h after exposure. Retinas were
photographed using a digital fundus camera and were examined
visually using an ophthalmoscope. The response criterion was
defined as any ophthalmoscopically visible alteration of the
retina at the exposure site. Dose response data for 35 to 70 expo
sures were collected for each exposure condition. Probit analy
sis19,20 was used to extract an ED50 from each dose response
data set. The ED50 is defined to be the dose at which there is
a 50% probability of producing a detectable retinal alteration.
The dose is given as the total intraocular energy (TIE),
which is the energy incident on the cornea that passes through
the pupil of the eye. TIE is expressed in this paper as the energy
per pulse in the pulse train.

3 Results
The thresholds obtained for the 24 h postexposure endpoint are
listed in Table 1 for the collimated beam exposures and in
Table 2 for the Dr ¼ 100 μm retinal beam spot exposures.
The ED50 is expressed as the energy per pulse incident at the
cornea. The tables include 95% confidence limits on the ED50,
the ratio ED84∕ED50, and the slope b of the probit fit. In some
cases, the data were not sufficient to determine the 95% limits or
slope. This was due to insufficient overlap between the dose
region of positive response (lesions) and the dose region of
negative response (no lesion), preventing the probit analysis
from determining an accurate slope. To correct this would have
required more animal subjects than were available for this study.
Note that the slope of the probit fit and the standard deviation
σ of the log normal dose response probability distribution are
related through b ¼ 1∕σ.20

The ED50 for the divergent beam for N ¼ 500 at PRF ¼
50 Hz is low by a factor of about two compared to the trend
of the other points. This can happen if one or more of the
eyes used for that exposure condition were somewhat more sus
ceptible to laser injury than the average of the eyes used for other
exposure conditions. Variability from eye to eye is inescapable
in these studies. Given sufficient resources, the effects of the
variability can be averaged out by adding more eyes to each
exposure condition. Resources were limited in this study.

Figure 3 shows plots of the measured ED50 versus the num
ber of pulses for both the collimated beam exposures and
the divergent beam exposures.

4 Discussion

4.1 Threshold-Level Damage Mechanism

The ED50 values reported here for repetitive pulse exposures to
100 μs duration pulses are very nearly identical for the two

Table 1 ED50 measured for exposure to a collimated beam of
100-μs-duration pulses at λ 532 nm. 95% confidence limits (CLs)
on the ED50 are given in parentheses. A “ ” indicates data insufficient
to obtain CLs.

Pulse
rate

No. of
pulses

ED50
(μJ∕pulse) ED84∕ED50

Probit
slope

50 Hz 1 12.8 (10.7 to 15.0) 1.35 7.572

10 8.3 ( )

100 6.2 (4.7 to 7.6) 1.38 7.117

1000 Hz 1 12.8 (10.7 to 15.0) 1.35 7.572

10 6.2 (5.4 to 7.3) 1.27 9.533

100 6.1 (5.0 to 7.2) 1.30 8.788

1000 5.7 ( )

Table 2 ED50 measured for exposure to a 7.4-mrad divergent beam
of 100-μs-duration pulses at λ 532 nm. Retinal beam spot diameter
is 100 μm. 95% CLs on the ED50 are given in parentheses. A “ ” indi-
cates data insufficient to obtain CLs.

Pulse
rate

No. of
pulses

ED50
(μJ∕pulse) ED84∕ED50

Probit
slope

50 Hz 1 18.1 (15.8 to 20.1) 1.28 9.292

3 12.9 ( )

10 12.2 (8.3 to 15.0) 1.47 5.965

100 9.6 (3.0 to 15.1) 2.05 3.195

500 3.7 (1.6 to 5.0) 1.45 6.210

1000 Hz 1 18.1 (15.8 to 20.1) 1.28 9.292

10 7.9 (5.2 to 9.8) 1.42 6.546

100 9.3 (7.9 to 10.8) 1.27 9.530

1000 6.4 (5.2 to 7.7) 1.44 6.276
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pulse repetition frequencies, 50 and 1000 Hz (Fig. 3). In Fig. 4,
PS model predictions based on the experimentally determined
single pulse ED50 and probit slope are compared to the exper
imental data.17 The data are well described by the PS model
curves. Thermal models have not shown that the mechanism of
thermal denaturation can lead to a condition wherein the ED50,
expressed as energy per pulse, can be independent of the
interpulse spacing (PRF). The observed result that for 100 μs
duration pulses the ED50 expressed as energy per pulse is
independent of the interpulse spacing (PRF) for two widely
separated frequencies supports a conclusion that the threshold
level damage mechanism for exposure to single 100 μs duration
pulses is microcavitation.

Thermal retinal injury models predict a significant difference
in the ED50 versus number of pulses for PRFs of 50 and 1000 Hz.
In Fig. 5, threshold predictions from the thermal model of Jean
and Schulmeister21,22 are compared to the experimentally mea
sured values. The thermal model prediction for a 1000 Hz PRF
conforms reasonably well to the data. However, the model pro
vides poor prediction for the 50 Hz PRF data (Fig. 5). Differences
in the model predictions for the two PRFs arise essentially from
the cooling that can or cannot occur during the interpulse periods.
At the lower PRF (50 Hz), the model retina has enough time to
cool to its original baseline temperature through thermal diffusion
to surrounding tissue. At the higher PRF (1000 Hz), there is
insufficient time for thermal diffusion to cool the tissue back to
the baseline temperature, and subsequent pulses hit tissue at an
already elevated temperature, further increasing the temperature
and, thus, the tissue damage rate.18,23

It is argued that when the dominant damage mechanism for
a threshold level exposure to N pulses is microcavitation, the
ED50 expressed as energy per pulse depends only on the number
of pulses and is independent of the PRF. When the dominant
damage mechanism for a threshold level exposure to N pulses
is thermal, the ED50 is dependent upon bothN and the PRF, and,
in fact, becomes lower as the PRF is increased. It follows that in
the case that the dominant mechanism for the single pulse injury
is microcavitation, the ED50 expressed as the energy pulse will
be independent of the PRF for low frequencies, but at higher
PRF, the cumulative pulse thermal damage contribution may
become dominant and the ED50 for N pulses expressed as
energy per pulse will drop below the constant value predicted
by the probability summation model. It further follows that,
in this case, there will be a PRF wherein the ED50 can be equally
well explained by both the microcavitation model and the ther
mal denaturation model.

The data of this experiment for a PRF of 1000 Hz are equally
well described by both the thermal model and the PS model. The
data for 50 Hz exposures are poorly described by the thermal
model but are well described by the PS model. It is, therefore,
reasonable to conjecture that for exposure to 100 μs duration
pulses, the microcavitation threshold level damage mechanism
dominates for PRF < ∼1000 Hz, while the thermal denaturation
injury mechanism dominates for PRF > ∼1000 Hz. At 1000 Hz,
thermal denaturation occurs at near the same level that micro
cavitation occurs. Data for a higher PRF are needed to clarify
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Fig. 3 ED50, expressed as energy/pulse incident to the cornea, ver-
sus number of pulses for exposure to 100-μs pulses at λ 532 nm.
Error bars indicate 95% confidence limits. (a) Collimated beam
(minimal retinal spot size). (b) 100 μm retinal beam spot diameter.

10-6

10-5

10-4

100 101 102 103

P
ul

se
 E

ne
rg

y 
(J

)

Number of pulses

Collimated beam
50 Hz

1000 Hz
PS

10-6

10-5

10-4

100 101 102 103

P
ul

se
 E

ne
rg

y 
(J

)

Number of pulses

Dr = 100 µm 50 Hz
1000 Hz

PS

(a)

(b)

Fig. 4 Comparison of probability summation (PS) model calculations
with the experimentally measured ED50 for repetitive-pulse exposures
to 100-μs pulses at λ 532 nm. The PS calculations are based on
the experimentally determined single-pulse ED50 and probit slope.
(a) Collimated beam (minimal retinal beam spot). (b) 100 μm retinal
beam spot.
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this conjecture. If there is a crossover between threshold level
injury mechanisms, an experiment performed at a higher pulse
repetition rate, say 2000 Hz, should result in a thermal injury at
a lower threshold.

Figure 6 compares the single pulse data of this paper to data
from the literature4,6–8,10,13,24 and shows the transition between
the temporal domain of microcavitation dominated threshold
retinal injury and the temporal domain of thermal denatura
tion dominated threshold retinal injury. The ED50 predicted
by thermal models of laser induced RPE injury is included for
comparison.25 The bubble formation and cell death data,
obtained via ex vivo exposures in retinal explants, show that
RPE cell death correlates well with the observation of micro
cavitation for exposure durations < ∼50 μs, while for expo
sures >100 to 200 μs, cell death occurs at radiant exposures
lower than that required to produce microcavitation. The
transition from microcavitation as the dominant threshold level
injury mechanism to thermal denaturation appears to occur
between 50 μs and 200 μs. The in vivo threshold data for
exposures to extended sources (nominally 5 mrad visual angle)
are included in this plot as the retinal image diameters are
more accurately known for these data.26–28 The in vivo data
for a 24 h ophthalmoscopically visible endpoint lie consistently
below the ex vivo data; however, it should be noted that the ocular
transmission was set to one when calculating the retinal radiant
exposure. The trend of the in vivo data follows that of the ex vivo
data. This indicates that microcavitation cannot be excluded as
a threshold injury mechanism for single pulse 100 μs duration
exposures.
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4.2 Maximum Permissible Exposure for
Repetitive-Pulse Exposures

In Fig. 7, the maximum permissible exposure (MPE) levels
for repetitive pulse exposures for 100 μs pulses defined in
the current ANSI Z136.1 2014 (Ref. 11) and the old ANSI
Z136.1 2007 (Ref. 29) are compared to the experimental data
obtained in this study. For this comparison, the MPE, given
in the guidelines as the corneal irradiance (J∕cm2), was multi
plied by the area of a 7 mm pupil to give the allowable TIE. CP
is a multiplicative correction factor applied to the single pulse
MPE to determine the exposure limit for an exposure to
N pulses. In the ANSI Z136.1 2007, the correction factor was
set as CP ¼ N−1∕4 for all repetitive pulse exposures.29 As can be
seen in Fig. 7(a), for collimated beam exposures to 100 μs
pulses, this resulted in a safety factor of >10 for a single
pulse exposure, which increased as the number of pulses N
increased. In the current ANSI Z136.1 2014, the correction
factor has been set to CP ¼ 1 for all collimated beam expo
sures.11 The data for this experiment indicate that this continues
to afford an adequate safety factor for large N.

In the human eye (effective focal length fe ¼ 17 mm), a
100 μm diameter retinal beam spot size is produced when the
divergence of the incident beam is 5.9 mrad. For a single
100 μs duration exposure, the MPE promulgated in the ANSI
Z136.1 2014 is slightly higher than the MPE published in
the 2007 version.11,29 As seen in Fig. 7(b), both versions provide
an adequate safety factor of ∼5 for a single 100 μs duration
exposure. But setting CP ¼ 1 as is done for collimated beam
exposures in the 2014 standard would result in a safety factor
of only 2 for N ¼ 1000 pulses. For a beam having a divergence
of 5.9 mrad, the ANSI Z136.1 2014 has defined CP ¼ N−1∕4 for
up to N ¼ 625 pulses, and CP ¼ 0.4 for N > 625 pulses. This
results in a safety factor that continues to be adequate for expo
sures to a large number of pulses.

5 Conclusion
This paper reports laser induced retinal injury thresholds for
repetitive pulse exposure to 100 μs duration pulses at repetition
rates of 50 and 1000 Hz at a wavelength of 532 nm. The ED50

for exposures to N > 1 pulse was found to be independent of
the PRF for pulse rates up to 1000 Hz. The data were described
well by the PS model of Menendez, et al.15 This is strong
evidence that the threshold level damage mechanism for single
pulse 100 μs duration retinal exposures is microcavitation.

The MPE values published in the most recent laser safety
standards11,12 were compared to the data and found to provide
an adequate safety factor for repetitive pulse retinal laser expo
sures to 100 μs duration pulses.
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